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Abstract: This work presents the first instance of reversed-phase liquid chromatographic separation of
small molecules using graphene oxide nanoparticle-modified polystyrene-divinylbenzene polymeric
high internal phase emulsion (GONP PS-co-DVB polyHIPE) materials housed within a 200-µm
internal diameter (i.d.) fused silica capillary. The graphene oxide nanoparticle (GONP)-modified
materials were produced as a potential strategy to increase both the surface area limitations and
the reproducibility issues observed in monolithic stationary phase materials. GONP PS-co-DVB
polyHIPEs were found to have a surface area up to 40% lower than unmodified polymeric
high internal phase emulsion (polyHIPE) stationary phases. However, despite having a surface
area significantly lower than that of the unmodified material, the GONP-modified polyHIPEs
demonstrated superior analyte adsorption properties. Reducing the GONP material did not have
any significant impact on elution order or retention factor of the analytes, which was most likely
due to low GONP loading attributed to the 250-nm GONPs utilised. The lower surface area of
GONP-modified polyHIPEs provided similar separation efficiency and increased repeatability from
injection to injection resulting in % relative standard deviations (%RSDs) of less than 0.6%, indicating
the potential offered by graphene oxide (GO)-modified polyHIPES in flow through applications such
as adsorption or separation processes.
Keywords: polymeric high internal phase emulsion (polyHIPE); high internal phase emulsions;
graphene oxide; liquid chromatography; nanoparticles; polystyrene; divinylbenzene; monolith;
macroporous materials
1. Introduction
Polymeric high internal phase emulsions (polyHIPEs) are polymer materials which are formed
from emulsions where the internal droplet phase has a ratio greater than 0.74 of the total emulsion
volume. When the internal droplet phase is aqueous and the continuous phase is organic,
upon polymerisation a monolithic structure results with the formation of interconnected pore
structures [1–4]. The larger pore structures are known as voids while the smaller pore structures
within the void are known as windows. PolyHIPEs have been successfully applied in areas such
as electrochemistry [5], tissue engineering [6,7] and solid-phase extraction [8,9]. PolyHIPEs have
been developed as stationary phase materials for standard-bore liquid chromatography applications,
Separations 2017, 4, 5; doi:10.3390/separations4010005 www.mdpi.com/journal/separations
Separations 2017, 4, 5 2 of 13
as shown in particular in [10–13]. As polyHIPEs are macroporous materials (pores from 10 to
100 µm) they are ideal for biological separations and have been demonstrated previously in the
literature [10,11,13]. However, fewer instances of small molecule separation using high performance
liquid chromatography (HPLC) methods have been utilised [12].
Due to intrinsic large pore structures the surface area of these materials is very low, typically
ranging from 3 m2·g−1 to 20 m2·g−1 [14]. Attempts to increase the surface area of these materials have
consisted mainly of introducing different additional porogens, which can leave the materials with low
mechanical rigidity [15,16]. This decreased rigidity would compromise the material’s ability to function
as a high pressure stationary phase. An alternative potential strategy is to incorporate an additional
component into the polymerisation mixture to increase the surface area of the material [17]. Previously,
polymer monoliths have been chemically modified to allow for nanoparticle (NP) attachment as
a means to increase surface area [18,19]. However, the incorporation of NPs in polyHIPEs typically
results in Pickering emulsions which generally form closed cell structures, making them unsuitable for
use as chromatographic stationary phases [20].
Graphene oxide (GO) has been utilised in the fabrication of polymer materials such as for
increasing the flame retardant ability of polymer materials for fire safety, demonstrating the importance
of GO incorporation in material applications [21–25]. Graphene oxide nanoparticles (GONPs)
are also amphiphilic, and are thus suitable for use as a Pickering agent to form an emulsion.
Pickering studies using GO have resulted in the formation of polystyrene particles coated in GO
and even hollow hybrid polymer GO particles [26–32]. The successful use of GONPs, particularly
with emulsion polymerisation, enables the development of GONP-modified polyHIPE materials,
potentially enhancing these materials in terms of stability and surface area. GONP materials have
been applied as solid-phase extraction materials [33], progressing from the insoluble graphene
solid-phase techniques that were being developed at the time. Due to the presence of oxygen, GONPs
have greater solubility in various solvents, allowing an ideal adsorbent material for extraction of
small molecules, bulky and aromatic compounds and large biomolecules [34–36]. A GONP/silica
hybrid stationary phase aminated and functionalised with C18 ligands was one of the first instances
in which GO was used in liquid chromatography; here the separations were dominated by pi–pi
interactions. GONP-modified stationary phases resulted in changes of elution order of analytes
including polyaromatic hydrocarbons (PAHs), anilines and phenols when compared to commercial
C18 stationary phases [37]. Another GONP/silica hybrid stationary phase bonded with C18 ligands
was modified with gold NPs and used in reverse-phase liquid chromatography (RP-HPLC) and
hydrophilic interaction liquid chromatography (HILIC) for separation of isomeric dihydroxylbenzenes,
alkylbenzenes, nucleosides and amino acids [38]. Additionally, the use of GONP-functionalised
monoliths have also been demonstrated where GONPs were silanised and used as a crosslinker for
the polymerisation of glycidyl methacrylate and ethylene glycol dimethacrylate [39]. The resulting
monoliths were shown to separate mixtures of steroids as well as more polar analytes such as aromatic
amines. In addition to utilising GO-modified stationary phases in liquid chromatography, the use
of GO in stationary phases as conductive stationary phases is of increasing interest. Increased
conductivity is generally achieved by the reduction of the GONPs with hydrazine hydrate, however the
reduction is also possible using ascorbic acid. The enhanced conductive properties allow for interesting
electrochemically functionalised separations. Such modifications have already been demonstrated in
the separation of acid nitrophenol isomers, basic nitroaniline isomers, and neutral PAHs using open
tubular capillary electrochromatography (OTCEC) [40]. To date however, polyHIPE modifications
with GONPs have not been explored.
In this study GONPs measuring 250 nm in size were incorporated into polystyrene-divinylbenzene
polymeric high internal phase emulsions (PS-co-DVB polyHIPEs) in an attempt to align the amphiphilic
GONPs along the aqueous phase–organic phase interface while simultaneously retaining the open
pore structure of the polyHIPE. A major limitation of polyHIPE materials is their low surface area.
The addition of GONP was a hypothesised novel method to overcome this limitation. Resulting
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novel GONP-modified polyHIPE chromatographic stationary phases were fabricated and successfully
applied for the RPLC separation of alkylbenzenes. The GONP-modified columns were reduced in situ
by flushing with ascorbic acid. Despite the modified materials having lower surface areas than the
unmodified material, the GONP polyHIPEs showed comparable separation of alkylbenzenes to that of
the higher surface area polyHIPE and superior separation to GONP/silica hybrid stationary phases in
the literature [38].
2. Results and Discussion
2.1. Material Characterisation
PS-co-DVB polyHIPE materials were fabricated in situ within fused silica capillary housings.
Scanning electron microscopy (SEM) imaging confirmed attachment of the polyHIPE to the capillary
wall, as shown in Figure S1. No contraction or detachment from the capillary wall was observed
after flow-through. Figure 1a shows the PS-co-DVB polyHIPE within fused silica capillary where
no GONPs have been incorporated. However, Figure 1b shows the effect of the 250-nm GONPs
on the polyHIPE structure. The GONP-modified polyHIPE appears to have a greater surface
roughness compared to the unmodified material. It was expected that the GONP-modified material,
upon application of Brauner–Emmet–Teller (BET) theory, would show an increase in surface area.
However, the resulting information obtained through nitrogen adsorption/desorption showed that
the surface area of the unmodified material was 25 m2·g−1 while the GONP-modified material was
found to be only 16 m2·g−1. Upon fabrication of an additional GONP batch, in the repeat BET analysis
the resulting surface area was found to be lower at 12 m2·g−1. The Barret–Joyner–Halenda (BJH)
method was applied for investigation of pore size distributions, and revealed there was a reduction
in mesopore size and volume with the addition of GONP to the material. The average mesopore
width was calculated to be ~20 nm in PS-co-DVB polyHIPEs compared to ~16 nm in graphene oxide
nanoparticle-modified polystyrene-divinylbenzene polymeric high internal phase emulsion (GONP
PS-co-DVB polyHIPEs). Pore size distribution curves obtained from the absorption branch of the
isotherm are included, with Figure S2 showing the BJH pore size distribution curve for the PS-co-DVB
polyHIPE, and Figure S3 showing the same for the GONP PS-co-DVB polyHIPE. As evident from
Figures S2 and S3, there was a broader width distribution in the material prior to addition of GONP.
Following addition of GONP there was also a reduction in pore volume from 0.098 cm3·g−1 to
0.035 cm3·g−1. This shows a definite reduction in surface area and pore width and volume with
the addition of GONPs, however it is argued that nitrogen adsorption on hydrophobic surfaces
is less localised due to weaker adsorbate–surface interactions where there is more freedom for
lateral movement. This can result in nitrogen molecules occupying a larger area and thus leads
to an underestimation of the surface area of the hydrophobic surface since there are less nitrogen
molecules in the adsorbed monolayer [41]. Therefore, the application of these polyHIPE materials in
liquid chromatography was explored as a means to further understand their properties through the
reversed phase separation of a series of hydrophobic alkylbenzenes.
The addition of NPs to polymer monoliths has been shown to negatively impact upon surface
area [18,19,42], where the decrease is generally attributed to NPs blocking the pores of the monolithic
materials. However, in the case of polyHIPEs which possess large macropores, this is an unlikely
source of the reduction in surface area. The pore morphology was affected by addition of 250-nm
GONPs to the emulsion, as observed by SEM imaging, where a reduction in both void and window
size was noted, as shown in Table 1. This change in morphology was expected to impact upon the
properties of the polyHIPE when applied as an adsorbent.
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Table 1. Change in void and window size upon addition of graphene oxide nanoparticles (GONPs).
PolyHIPE: polymeric high internal phase emulsion
PolyHIPE Void Size (µm) Window Size (µm)
Unmodified 15.59 ± 13.62 4.29 ± 1.73
Modified 10.92 ± 5.81 2.48 ± 0.75
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Figure 1. Field emission scanning electron microscope (FESEM) images showing (a) the unmodified 
polystyrene-divinylbenzene high internal phase emulsion (PS-co-DVB polyHIPE) and (b) the GONP-
modified PS-co-DVB polyHIPE polymerised within fused silica capillary housings. Magnification of 
10,000× and scale bar of 5 µm. 
Figure 2 shows the Fourier transform infrared (FTIR) absorption spectrum of an unmodified 
polyHIPE. FTIR analysis demonstrated that on an unmodified polyHIPE no OH stretches present in 
the expected region of 3200–3600 cm−1 were observed. 
 
Figure 2. Fourier transform infrared (FTIR) absorption spectrum of an unmodified polyHIPE where 
no OH absorption region is observed. 
Interestingly, when the GONP-modified polyHIPEs (#1, orange and #2, purple) were analysed 
using FTIR as shown in Figure 3, the 250-nm GONP polyHIPEs had an absorption profile where two 
distinct absorption peaks resulted in the OH region. The two peaks are typically observed when OH 
groups are present on a molecule surface and no hydrogen bonding can occur [43]. It was also noted 
that carbonyl absorption was observed in the FTIR results. This was expected, as the polyHIPE 
containing GONPs was expected to absorb in the region of 1720 cm−1 as graphene oxide contains 
Figure 1. Field emission scanning electron microscope (FESEM) images showing (a) the unmodified
polystyrene-divinylbenzene high internal phase emulsion (PS-co-DVB polyHIPE) and (b) the GONP-
modified PS-co-DVB polyHIPE polymerised within fused silica capillary housings. Magnification of
10,000× and scale bar of 5 µm.
Figure 2 shows the Fourier transfor infrared (FTIR) absorption spectrum of an unmodified
polyHIPE. FTIR analysis demonstrated that on an unmodified polyHIPE no OH stretches present in
the expected region of 3200–3600 cm−1 were observed.
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Interestingly, when the GONP-modified polyHIPEs (#1, orange and #2, purple) were analysed
using FTIR as shown in Figure 3, the 250-nm GONP polyHIPEs had an absorption profile where
two distinct absorption peaks resulted in the OH region. The two peaks are typically observed
when OH groups are present on a molecule surface and no hydrogen bonding can occur [43]. It was
also noted that carbonyl absorption was observed in the FTIR results. This was expected, as the
polyHIPE containing GONPs was expected to absorb in the region of 1720 cm−1 as graphene oxide
contains multiple C=O groups; however, this absorption peak could also be attributable to the starting
compound Span® 80. As shown in Figure S4, the C=O peak for Span® 80 was evident at 1740 cm−1.
FTIR spectra were also obtained on washing of Soxhlet extraction solvents methanol and water
(shown in Figure S5), where there is absorption in the region of 1740 cm−1 in the MeOH Soxhlet
extraction solvent. Therefore, the peak in Figure 2 at approx. 1740 cm−1 is likely attributable to
Span® 80, and the equivalent peak in Figure 3 could mask a GONP C=O peak in this area. As both
the starting material Span® 80 and the GONPs have C=O stretches, this compromises the assignment
of any peaks observed in this region. For this reason, the presence of OH stretches in the region of
3200–3600 cm−1 more conclusively supports GONP incorporation, as these peaks are not observed
in Figure 2, only Figure 3. There was no absorption peak observed at 1720 cm−1 for either of the
GONP-containing polyHIPEs, which may also suggest that the GO may have been at least partially
embedded within the polymeric material. That the GONPs did not protrude fully from the pore
surface as expected, but instead partially embedded within the material, likely contributed to the lack
of expected surface area increase. Partitioning is known to occur between emulsion phases [44] and is
dependent on the surfactant layer at the interface [14]. Span® 80 is associated with insufficient packing
in the interfacial film owing to the cis conformation of the oleic tail, which can lead to partitioning and
GONPs embedding in the pore walls [45]. A similar effect has been reported for iron oxide NPs in
dicyclopentadiene polyHIPEs, where the amount of NPs embedded in the polymer was found to be
directly attributable to the volume of surfactant [46].
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Figure 3. FTIR absorption spectra of GONP-modified polyHIPE #1 (orange) and GONP-modified
polyHIPE #2 (purple) where (i) shows the OH absorption region.
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c ill r c l s of 229 length × i t r l i t r (i. .) r c i si isocratic
re erse - ase li i c ro atography ( P- PL ) separation as sho n in Figure 4. It s e ecte
t t - ified oly I s o l a e re ce rete tio ti e e t t r ilic r s
resent on the polyHIPE surface and the observed 36% decreas in surface are for the GONP-modified
column. H wever, when statistically analysed, it was found at 95% confiden e that th re was no
significant change observed in r tentio tim s. Given the decr ase in surface area and reduction in
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stationary phase interactions, the separation achieved by the GONP-modified column illustrated in
Figure 3 shows a remarkable separation relative to the unmodified column.
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Figure 4. Isocratic alkylbenzene separation on 22.9 cm × 200 µm internal diameter (i.d.) capillary
columns of a graphene oxide nanoparticle-modified polystyrene-divinylbenzene polymeric high
internal phase emulsion (GONP PS-co-DVB9 column (orange) and PS-co-DVB polyHIPE (blue).
Mobile phase 50:50 acetonitrile:water, sample concentration 0.5 mg·L−1, injection volume 0.1 µL,
flow rate 5 µL·min−1, detection wavelength 214 nm. Analytes: ethylbenzene (1), propylbenzene (2),
butylbenzene (3) and pentylbenzene (4). (tvoid denotes time taken for void volume to reach the detector)
Despite the reduction in surface area, the modified material nonetheless achieved similar
separation capacities (shown in Table 2), which are attributed to the changes in surface morpholgy
and pore dimensions following addition of GONP. Previous reports, detailing hybrid GONP/silica
stationary phases applied to the isocratic separation of alkylbenzenes failed to achieve a separation,
where a co-elution of the target analytes was observed [38]. That the separation was maintained
despite the significant reduction in surface area points to an enhanced separation mechanism for
the GONP-modified material. It was hypothesised that the presence of GONPs and what we have
established as a “popcorn effect” demonstrated in the morphology of these materials could have
attributed to the superior adsorption of the analytes. This “popcorn effect” illustrated in the field
emission scanning electron (FESEM) image of bulk-polymerised GONP-modified polyHIPE in Figure 5
below has also been observed in other GONP-modified polymers, showing that while the GONPs
did not have a significant effect on the surface area of the polyHIPEs it did interestingly affect the
overall morphology.Separations 2017, 4, 5 7 of 13 
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Table 2. Separation performance characteristics of GONP-modified polyHIPEs and reduced
GONP-modified polyHIPEs compared to unmodified polyHIPEs, n = 3. tr: retention time (min);
RSD (%): % relative standard deviation; Rs: Resolution; k’: Capacity factor.
Column tr (min) RSD (%) Rs k’
Unmodified polyHIPE
Ethylbenzene 7.27 ± 0.06 0.9 1.14 1.15 ± 0.02
Propylbenzene 9.62 ± 0.10 0.1 1.26 1.85 ± 0.02
Butylbenzene 13.48 ± 0.16 1.2 1.36 2.99 ± 0.05
Pentylbenzene 19.73 ± 0.21 1.2 2.09 4.85 ± 0.06
GONP-modified polyHIPE
Ethylbenzene 6.94 ± 0.02 0.3 1.25 1.11 ± 0.01
Propylbenzene 9.11 ± 0.02 0.3 1.34 1.76 ± 0.01
Butylbenzene 12.80 ± 0.05 0.5 1.51 2.89 ± 0.02
Pentylbenzene 18.60 ± 0.10 0.6 1.91 4.65 ± 0.03
Reduced GONP-modified polyHIPE
Ethylbenzene 7.13 ± 0.04 0.5 0.98 1.13 ± 0.03
Propylbenzene 9.38 ± 0.05 0.5 1.27 1.78 ± 0.01
Butylbenzene 13.26 ± 0.09 0.6 1.42 2.93 ± 0.03
Pentylbenzene 19.41 ± 0.06 0.3 1.66 4.73 ± 0.05
In addition to the superior adsorption effects observed, the retention time repeatability of both
GONP columns was excellent, (%RSD 0.3%–1.2%), as shown in Table 2. These %RSD values were
comparable to a similar separation observed in the literature using capillary electrochromatography
(CEC) [47,48]. Additionally, resolution (Rs) between all analytes was greater than 1, meaning that all
peaks could be differentiated easily. The polyHIPEs within capillary housing therefore have shown
improved resolution, reduced retention times (tr), and greater repeatability for the separation of
alkylbenzenes, as compared to previous polyHIPE chromatographic separations.
2.3. Investigating the Reduction of Graphene Oxide-Modified PolyHIPE Stationary Phases
When the above column was reduced using ascorbic acid, it was expected that the retention time
of the alkylbenzenes would increase. Reduction of GONPs should eliminate hydrophilic groups on
the polyHIPE surface, and result in the formation of graphene. Graphene, being more hydrophobic
than GONPs, was expected to improve analyte retention in the stationary phase through increased
hydrophobic interactions. As shown in Figure 6, however, the peak shape and elution order of the
separation remained similar to the previous separation and similar to alkylbenzene separations in the
literature [49–53]. An increase in retention time was observed as compared to the GONP polyHIPE,
which can be linked to increased hydrophobic interactions between the analytes and the reduced
stationary phase, however, this increase was small as a result of the low loading of GONP in the
initial emulsion. Upon increased addition of GONPs to the precursor emulsion during preparation
of polyHIPEs, an unstable emulsion resulted, which is attributed to the relatively large size (250 nm)
of the GO sheets [31]. Future studies will focus on the incorporation of smaller GONPs, which are
anticipated to provide a more accessible functionalised surface for improved analyte-stationary phase
interaction, and should result in a superior chromatographic performance [31,32]. The larger GONPs
utilised herein were likely at least embedded within the internal structure of the polymer backbone.
Electrolyte concentration has also been shown to influence the stability of GONP suspensions within
an emulsion, and should be further optimised to allow the optimal GONP dimension and loading to
be determined [31].
An increase in intra-injection repeatability was observed, resulting in %RSD as low as 0.3%
following the reduction step. These %RSD values (Table 2) were comparable to those observed in
similar separations in the literature [49–53]. Despite the minimal variation observed in retention times
and small reduction in Rs values, the injection repeatability was excellent with respect to the variability,
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which is expected with monolithic columns [54]. Furthermore, the modified polyHIPE material, with a
lower surface area, maintained a good separation performance, thus highlighting the potential of
further developing nanoparticle-modified polyHIPES for applications in adsorption. The ease of
tailoring for these materials is a distinct advantage, and a variety of nanomaterials could potentially be
incorporated provided their dispersion quality is sufficient.Separations 2017, 4, 5 8 of 13 
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Figure 6. Isocratic alkylbenzene separation on 22.9 cm × 200 µm i.d. capillary columns of a reduced
graphene oxide nanoparticle (rGONP) PS-co-DVB column (red) and PS-co-DVB polyHIPE (blue).
Mobile phase 50:50 acetonitrile:water, sample concentration 0.5 mg·L−1, injection volume 0.1 µL,
flow rate 5 µL·min−1, and detection wavelength 214 nm. Analytes noted as ethylbenzene (1),
propylbenzene (2), butylbenzene (3) and pentylbenzene (4). (tvoid denotes time taken for void volume
to reach the detector).
Future work will involve a GONP loading study to investigate GONP loading as a result of
a variety of initial concentrations, supported with additional characterisation approaches to enrich
understanding of the resultant group of co posites. This will be acco panied by opti isation to
ensure ho ogenous dispersion of Ps in poly IPEs, in addition to investigations of alternative
carbonaceous aterials (reviewed in [42] to eet the overall goals of our research.
3. Materials and Methods
Millipore ultrapure water purified to a resistance of > 18 MΩ·cm was used throughout. Styrene
≥ 99%, divinylbenzene 80%, calcium dihydrochloride > 99% and Span® 80, ethylbenzene > 99.8%,
propylbenzene > 99%, butylbenzene > 99%, pentylbenzene 99% and ascorbic acid >99% were
purchased from Sigma-Aldrich, Castle Hill, New South Wales, Australia. Alkylbenzene stock standards
and working standards were prepared at 100 mg·L−1 and 0.5 mg·L−1 in acetonitrile respectively.
All solvents were used as received and were of analytical HPLC grade. An aqueous suspension of
graphene oxide nanoparticles (GONPs; 2 mg·mL−1) was donated by the University of Wollongong
and was used as received. A Zetasizer Nano ZS particle analyser from ATA Scientific (Taren Point,
NSW, Australia) fitted with a 632.8 nm red laser and a 175◦ backscatter detector was used to estimate
the particle size distribution of GO suspensions. The average sheet size of GO in suspension was
found to be 249.8 nm (particle size distribution data are shown in Figure S6). Fused silica capillaries of
200-µm internal diameter were purchased from Polymicro Technologies, Phoenix, AZ, USA.
3.1. Silanisation of Fused Silica Capillary
Fused silica capillaries were washed with acetone (5 min, 1 µL·min−1), dried with nitrogen
(10 min) and then flushed sequentially with 0.2 M NaOH (30 min, 1 µL·min−1), water (5 min,
1 µL·min−1) and 0.2 M HCl (5 min, 1 µL·min−1) before further drying with a nitrogen flow for
20 min. The capillary was filled with 50% (v/v) 3-(trimethoxysilyl) propyl methacrylate in acetone,
sealed and incubated at 60 ◦C in a water bath for 48 h. Finally, the capillary was rinsed with acetone
(5 min, 1 µL·min−1) and dried with nitrogen.
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3.2. Fabrication of Graphene Oxide-Modified PolyHIPE Capillary Columns
PS-co-DVB polyHIPEs were prepared based on a modified procedure described by Tunç et al. [47].
Briefly, for a 90% polyHIPE the emulsion consisted of two separately prepared phases: the aqueous
phase (15 mL H2O, 0.03 g potassium persulfate (PPS), 0.01 g calcium chloride dihydrate), and the
organic phase (1.33 mL styrene, 0.33 mL divinylbenzene, 0.33 g Span® 80). The organic phase was
stirred under nitrogen in a 250-mL round-bottomed flask with an overhead stirrer at 320 rpm and the
aqueous phase was added drop-wise using a hypodermic syringe. When all of the aqueous phase was
added to the emulsion, it was stirred for 20 min. A similar procedure was followed in preparation of
the emulsion for GONP-modified polyHIPEs which are referred to throughout as GONP PS-co-DVB
polyHIPEs. Following the dropwise addition of aqueous phase, 150 µL of the 2 mg·mL−1 GONP
suspension was added dropwise into the emulsion and it was stirred for 20 min. Emulsions were
then transferred by syringe into the silanised fused silica capillaries using an upward flow direction to
eliminate unwanted air-bubbles or voids throughout the housing. Columns were incubated at 60 ◦C
for 48 h, after which they were washed with methanol at 10 µL·min−1 for 24 h.
3.3. Reduction of Graphene Oxide-Modified PolyHIPE Capillary Columns
GONP-modified PS-co-DVB polyHIPE columns were fabricated within fused silica capillary as
described previously [55]. These columns were reduced using a syringe pump flowing a solution
of 2 mM ascorbic acid at 0.3 µL·min−1 for 1 h. The column was washed with water for 30 min
and then with methanol for 1 h before using for separation of alkylbenzenes. This procedure was
also repeated with an unmodified PS-co-DVB polyHIPE column to use as a control. Following the
reduction step, the adsorbents were referred to as reduced graphene oxide nanoparticle (rGONP)
PS-co-DVB polyHIPE.
3.4. Instrumental Conditions
High resolution imaging was carried out using a Hitachi SU-70 field emission scanning
electron microscope (FESEM) (Hitachi, Maidenhead, UK) with Image J software for image
processing. All samples were gold sputtered using a BalTec SCD 050 sputter coater (Ladd Research,
83 Holly Ct, Williston, VT, USA) prior to imaging at 1.5 kV. Surface areas were characterised by the
nitrogen adsorption/desorption method using a Micromeritics Gemini TriStar surface area analyser
(Micromeritics, Norcross, GA, USA). The balance used was a Sartorius Extend (Sartorius, Goettingen,
Germany) and the sonication bath used was from Branson Ultrasonic Corporation (Danbury, CT,
USA). FTIR analysis was carried out using a Bruker IFS 66 infrared spectrometer. An Ultimate
3000 capillary chromatography system (Thermo Fisher Scientific, Sunnyvale, CA, USA) was used to
acquire all chromatographic data. The dimensions of polyHIPE columns used in silicosteel tubing were
229 mm × 200 µm i.d. The RP-HPLC separations were performed under the following conditions: the
mobile phase was 50:50 acetonitrile/water, the flow rate was 5 µL·min−1 with an injection volume of
1 µL, column temperature was 25 ◦C and ultraviolet (UV) detection was at 214 nm.
4. Conclusions
In this study the successful chromatographic separation of alkylbenzenes utilising novel
GONP-modified polyHIPE materials has been demonstrated. The observed changes in retention
time for alkylbenzenes on GONP and rGONP polyHIPE materials correspond with the lower surface
area of these adsorbents determined through application of BET theory, and highlight a potential route
towards improving the efficiency of these materials by improving their morphology and functionality
without the necessity of dramatically increasing their surface area.
In addition, the injection to injection replication of both columns prior to and post reduction were
exceptional with respect to the variability which is expected with monolithic columns. The resulting
separations provided an understanding of these materials during their development and have
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presented an opportunity to further explore these materials in flow-through applications in areas such
as adsorption/separation processes, and following suitable functionalisation, in catalysis.
Supplementary Materials: The following are available online at http://www.mdpi.com/2297-8739/4/1/5/s1.
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RP-HPLC Reversed-phase high performance liquid chromatography
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GO Graphene oxide
GONP Graphene oxide nanoparticle
rGONP Reduced graphene oxide nanoparticle
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